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Introduction / objectives
Moist/wet materials stored after autoclaving are consid-
ered contaminated and not recommended for use. Aim-
ing to support decision-making in emergency situations,
this study evaluated the maintenance of sterility in
moist/wet material after being submitted to steam steri-
lization and stored for a period of 30 days.
Methods
As carriers to be incubated in culture medium for proof
of sterility, 1600 porcelain cylinders were attached in
surgical instruments. The surgical instruments were
inserted into boxes following the recommended surgical
care practices. 40 surgical boxes packed in nonwoven
cloth covering Spunbound, Metblouwn, Spunbound
(SMS): half (the experimental group) were placed in an
autoclave but the drying phase was interrupted, yielding
moist/wet materials and the other half (the negative
control group) underwent the complete cycle. The
external parts of each surgical box were deliberately
contaminated with Serratia marcescens and subse-
quently stored for 30 days.
Results
The presence of moisture within the surgical boxes were
confirmed by differential weight of the boxes before and
after autoclaving. After storage, the boxes’ contents were
submitted to sterility tests and no microbiologial growth
was observed.
Conclusion
T h ep r e s e n c eo fm o i s t u r ei n s i d et h es u r g i c a lb o x e sd i d
not interfere with maintaining their sterility after delib-
erated external contamination and 30-day storage. This
s t u d yd i dn o ti n t e n dt oc o n t r a d i c tt h ec u r r e n tr e c o m -
mendations, but only bring scientific evidence to assist
in decision making for emergency situations.
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